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Introduction
Medical devices are used for diagnosis and prevention 
[1,2], therapy [2,3], rehabilitation of patients, and depending 
on the purpose, require sterilization in accordance with related 
regulations [4]. Unfortunately, the sterilization process is associated 
with some damage to medical devices, depending on its intensity. 
Thus, the development of effective and gentle sterilization methods 
for medical devices is important and not yet resolved. The article 
presents material on the advisable use of cold atmospheric plasma 
for medical devices processing [1,4,5]. Cold atmospheric-pressure 
plasma (CAPP) is a mixture of neutral and metastable atoms and 
molecules of gas that provides heating of the object under treatment 
to a temperature of not more than 40° C [1-5]. One of the possible 
application areas is to modify the surfaces of various materials in 
order to improve adhesion and hydrophilicity properties. When 
processing the material under atmospheric pressure plasma, the 
surface is decontaminated and sterilized. Cleaning is carried out by 
 
the interaction of the plasma jet (generated due to the gas-dynamic 
acceleration of the working gas) with the surface of the material. 
In this case, physically adsorbed impurity particles are removed 
or a chemical reaction with gases occurs with the transfer of reaction 
products into the gas phase, as well as cleaning by gas-plasma flows 
is observed. As a result of these processes, it is possible to achieve a 
significant increase in the wettability of materials of various nature. 
In addition, during the activation of the surface, free radicals are 
formed, and a chemically active surface layer is formed. In this 
paper, we studied the effects of CAPP on materials widely used in 
healthcare: medical steel (scalpels, clamps, dental instruments, 
etc.), glass (laboratory glass, dishes, etc.), polyamide material 
(surgical sutures, prostheses and orthopedic products, etc.), latex 
(medical gloves, etc.) [1,6,7]. Increasing the hydrophilicity of the 
surface of medical devices made of the materials under study will 
significantly improve their performance properties [8].
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ARTICLE INFO Abstract
Paper summarizes results of cold c plasma use in medical devices surface treatment, 
focusing at manufacture applications. Attention is given to results of changes in the 
hydrophilic properties of glass surfaces, stainless steel, polyamide and latex when 
exposed to atmospheric plasma, depending on the time of treatment with cold plasma 
and distance to the surface.
Abbreviations: Ar: Argon Gas; CAPP: Cold Atmospheric-Pressure Plasma; CM: 
Centimeter; MFC: Mass Flow Corrector
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Materials and Methods
During the study we processed the surface of the K8 glass, 
AISI-304 stainless steel, polyamide, and latex by cold plasma 
of atmospheric pressure (Figure 1). The treatment of materials 
surface was carried out using an experimental set-up, the schematic 
illustration of which is shown in Figure 1. The set-up consisted of 
a balloon with 
Figure 1: Schematic illustration of the experimental set-up.
(1) Argon gas, 
(2) Gas mass flow corrector, 
(3) Processing substrate,
(4) Holder,
(5) Power source, 
(6) Discharge system.
The set-up was based on the application of a coaxial discharge 
system with dielectric barrier discharge to create diffuse plasma at 
atmospheric pressure. Such discharge system enabled generating 
a plasma jet of 3 cm length with a processing area of circa 1 cm 
diameter. Argon was used to generate the plasma. The surface 
treatment of glass, stainless steel, polyamide and latex was carried 
out at a discharge power of 25 Watt and a flow rate of argon of 
300 liter per hour. The temperature in the center of the plasma 
jet, measured by the contact method, was no more than 40° C. The 
evaluation of the surface adhesion of the studied materials based 
on the sessile drop method, which was used to measure the contact 
angle ϕ  [1,8]. To determine the contact angle, a drop of about 
0.01 ml was applied to the surface, then it was photographed, and 
the contact angle was calculated using the AutoCAD program. To 
study the dependence between the processing time and the change 
of surface materials hydrophilicity ( )tϕ , the processing time was 
increased up to 60 seconds with an interval of ∆t. The processed 
image of a water drop photograph is shown in Figure 2. To quantify 
the change in the contact angle, the effective surface treatment time 






Figure 2: Image of a sessile drop on the glass surface with 
contact angle measured by AutoCAD.
where 0ϕ  is the contact angle measured at the beginning of the 
study sec( 0 )t = ;
S is the area bounded by the curve ( )tϕ and y-axis.  At regular 
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where i is the consecutive number of the contact angle 
measurement, i=0…n.
Results and Discussion 
Figure 3 illustrates the dependence of the changes in the contact 
angle on the processing time of steel and glass ( )tϕ at discharge 
system – substrate distance 1.5 cm (Figure 3). The presented 
dependences prove that the adhesive properties of glass improved 
by almost three times during the first 10 seconds. The effective 
surface treatment time is 17effT ≥  sec. In this period, impurity 
particles are effectively removed as well as cleaning is made at the 
atomic level. During further processing (over 17 sec.) the rate of 
surface activation slows down significantly, which results in no 
significant improvement of adhesion properties. Studies of the 
hydrophilicity of the treated stainless steel showed the following 
results. Stainless steel is not a hydrophilic substance, as the contact 
angle of the untreated surface is 75°. Accordingly, the change in the 
quantitative indicators of the dependence of the contact angle for 
steel and for glass on the processing time is different, but the type 
of dependencies is identical. These dependencies are exponential. 
Thus, the main effect of the treatment for steel is achieved in time 
19.7effT ≥  sec. Within this time frame the contact angle has reduced 
from 75° to 22°. The processing time between 20 to 30 seconds is 
sufficient to achieve a minimum contact angle for stainless steel.
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Figure 3: Dependence of the contact angle on the surface of glass and stainless steel on the processing time.
The study of the dependences of the changes in the contact 
angle of glass and stainless steel on the distance between the tube 
of the discharge system and the surface being treated was carried 
out for a processing time of 30 sec. Respective dependences ( )tϕ  
are illustrated in Figure 4. Both dependencies have a pronounced 
extremum. The minimum contact angle is achieved by the treatment 
carried out at a distance of 1.5 cm from the end of the discharge 
device. At this distance, the drop almost completely spreads on glass 
(the contact angle is 11 degrees). 22° is the minimum contact angle 
for steel. The largest treatment area is achieved at this distance 
with a plasma jet of 2.2 cm length. Thus, the increase or decrease 
of the distance to the treated surface results in the decrease of the 
efficiency of atmospheric plasma treatment. According to the study, 
the distance of the effective surface treatment of steel and glass 
that would lead to its best adhesion lies in the range from 1 to 2 
cm. The ratio of the contact angle at the minimum and maximum 
distance to the contact angle of the extremum 2 min /d dextK ϕ ϕ= and
2 max /d dextK ϕ ϕ=  for glass amounts to 1K =5.8 and 2K =6.8, as well 
as for steel it is 1K =1.3 and 2K = 2 respectively. Thus, compared 
with steel, glass is more sensitive to the choice of the distance from 
the Jet to the surface under treatment (Figure 4). 
Figure 4: Dependence of the changes in the contact angle of glass and stainless steel on the distance ‘discharge system – 
substrate’.
Figure 5 shows the dependence of the contact angle on the 
surface processing time for polyamide and latex materials at the 
distance discharge system – substrate 1.5 cm (Figure 5). The study 
of the effect of atmospheric plasma on latex for 1 minute showed 
that the contact angle of the latex surface changed from 96° to 35°, 
and the time of effective surface treatment was effT =29 sec. During 
the processing of polyamide, the contact angle was decreasing from 
67° to 12° during the first 50 seconds, then in the time frame from 
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50 seconds to 60 seconds, it was increasing. This indicates that 
the structure (morphology) of the material on the surface is being 
changed. Thus, the processing time of the polyamide material to 
increase the adhesive properties should not exceed a certain period 
of time during which the surface structure does not change (for 
the selected sample of polyamide it is no more than 50 seconds). 
The effective processing time for polyamide is effT =20.5 sec. Graphs 
of the dependence of the distance from the end of the discharge 
device on the contact angle of polyimide and latex at 30 sec plasma 
treatment are shown in Figure 6. The presented graphs show that 
the maximum wettability is achieved at the minimum distance from 
the end of the discharge device to the surface at which the studies 
were performed (for latex it is 0.5 cm, for polyamide it is 1 cm). The 
presented dependencies do not have any extrema similar to steel or 
glass and are monotonously increasing.
Figure 5: Dependence of the contact angle of the polyamide and latex surface on the processing time.
Figure 6: Dependence of the contact angle of polyimide and latex on the distance ‘discharge device – substrate’.
Conclusion 
The following results were obtained based on the study 
conducted. 
1. It was confirmed that atmospheric plasma changed the 
surface properties of various materials: glass, metal, polyamide, 
and latex. Accordingly, atmospheric plasma was a universal 
means of changing the properties of surfaces, since it affected 
materials of various nature. The effect of reducing the contact 
angle was to remove the impurity and clean the surface at the 
atomic level.
2. The visible length of the jet in the study was 2.5 cm. The 
best results in improving the adhesive properties for steel and 
glass were obtained at the distance of 1.5 cm from the end of the 
discharge device to the surface under treatment. For polyamide 
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and latex, the best effect was obtained with minimum distances 
of 0.5 cm and 1.0 cm, respectively, from the end of the discharge 
device to the treated surface. This indicates that the effective 
area of plasma jet exposure for these materials does not exceed 
its visible part.
3. A significant improvement in the adhesive surface 
properties was achieved during a one-minute treatment under 
atmospheric discharge plasma: for glass, the contact angle 
decreased from 44° to 5° (almost complete spreading), for 
stainless steel – from 75° to 18°, for latex – from 96° to 35°, 
and for polyamide – from 67° to 12°. The best result among 
the studied materials was obtained for glass, its contact angle 
decreased by 8 times.
4. The dependence of the contact angle on the time 
of treatment by atmospheric plasma is exponential and 
significantly decreases while the treatment time increases. The 
effective processing time T_eff amounts to above 19.7 sec. for 
steel, above 17 sec. for glass, above 20.5 sec. for polyamide, 
and above 29 sec. for latex. For polyamide, an increase in the 
contact angle is observed at the end of the processing time 
apparently due to the change in the film structure of the 
material. Therefore, the choice of the processing time should 
be determined based on the processing efficiency criterion, but 
not more than a certain maximum period.
Thus, treatment of materials by cold atmospheric pressure 
plasma is a promising technology for the production of medical 
products, as it leads to the improvement of their performance 
properties by increasing the surface adhesion of materials of 
various nature. At the next stage of research, microbiological 
studies will be carried out to clarify the effectiveness of the 
disinfecting effect of cold plasma. To this end, microbiologists and 
specialists in the field of sanitary hygiene will be involved. It is also 
planned to experimentally adjust required time intervals exposure, 
the optimal duration and intensity of exposure, as well as the series 
of procedures.
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